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(d) Bypass or purge any gaseous sam-
pling PEMS instruments with ambient
air until sampling begins to prevent
system contamination from excessive
cold-start emissions.

(e) Conduct calibrations
verifications.

(f) Operate any PEMS dilution sys-
tems at their expected flow rates using
a bypass.

(g) If you use a gravimetric balance
to determine whether an engine meets
an applicable PM standard, follow the
procedures for PM sample precondi-
tioning and tare weighing as described
in §1065.590. Operate the PM-sampling
system at its expected flow rates using
a bypass.

(h) Verify the amount of contamina-
tion in the PEMS HC sampling system
as follows:

(1) Select the HC analyzers’ ranges
for measuring the maximum con-
centration expected at the HC stand-
ard.

(2) Zero the HC analyzers using a zero
gas introduced at the analyzer port.
When zeroing the FIDs, use the FIDs’
burner air that would be used for in-use
measurements (generally either ambi-
ent air or a portable source of burner
air).

(3) Span the HC analyzers using span
gas introduced at the analyzer port.
When spanning the FIDs, use the FIDs’
burner air that would be used in-use
(for example, use ambient air or a port-
able source of burner air).

(4) Overflow zero air at the HC probe
or into a fitting between the HC probe
and the transfer line.

(5) Measure the HC concentration in
the sampling system:

(i) For continuous sampling, record
the mean HC concentration as overflow
zero air flows.

(ii) For batch sampling, fill the sam-
ple medium and record its mean con-
centration.

(6) Record this value as the initial HC
concentration, Xucinit, and use it to cor-
rect measured values as described in
§1065.660.

(7) If the initial HC concentration ex-
ceeds the greater of the following val-
ues, determine the source of the con-
tamination and take corrective action,
such as purging the system or replac-
ing contaminated portions:

and

§1065.935

(i) 2% of the flow-weighted mean con-
centration expected at the standard or
measured during testing.

(ii) 2 pmol/mol.

(8) If corrective action does not re-
solve the deficiency, you use a con-
taminated HC system if it does not pre-
vent you from demonstrating compli-
ance with the applicable emission
standards.

§1065.930 Engine starting, restarting,
and shutdown.

Unless the standard-setting part
specifies otherwise, start, restart, and
shut down the test engine for field test-
ing as follows:

(a) Start or restart the engine as de-
scribed in the owners manual.

(b) If the engine does not start after
15 seconds of cranking, stop cranking
and determine the reason it failed to
start. However, you may crank the en-
gine longer than 15 seconds, as long as
the owners manual or the service-re-
pair manual describes the longer
cranking time as normal.

(c) Respond to engine stalling with
the following steps:

(1) If the engine stalls during a re-
quired warm-up before emission sam-
pling begins, restart the engine and
continue warm-up.

(2) If the engine stalls at any other
time after emission sampling begins,
restart the engine and continue test-
ing.

(d) Shut down and restart the engine
according to the manufacturer’s speci-
fications, as needed during normal op-
eration in-use, but continue emission
sampling until the field test is com-
plete.

§1065.935 Emission test sequence for
field testing.

(a) Time the start of field testing as
follows:

(1) If the standard-setting part re-
quires only hot-stabilized emission
measurements, operate the engine in-
use until the engine coolant, block, or
head absolute temperature is within
+10% of its mean value for the previous
2 min or until an engine thermostat
controls engine temperature with cool-
ant or air flow.
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